Air lonizer Verification Record

lonizer Verification Sequence Number: 0% 136
i WORKING STANDARD USED |
Agzat |50 #: Manufacturer: | Madel: | Serial Mo | Calibration Date: Calibration Due Calibration By:
as|7! Ton 778 | 6777 | R-20-08| @-20-08| TPL
i B AIR IONIZER INFORMATION e
Assel 150 # Manufacturer: | Model: _ Senal No | Verification Date: | Verification Due: | Vetif@on By:
290 | Qe |Aemshif | 33673745 | 9-30-08 | 3-22.05 |
Inspectar: | Locatiop: [ Owner: | Fail: Y/N 7 | Cleanad YN 7 | Adjusted: Y.N? " Priar Sequence#
Minle Do ' 272/210  |Tobu W, | M A T | MA
[ e VERIFICATION DATA .
HEM Sensitivity Level. 50 Y (from Table 1) .
Fan controller setting: (High, Low, NA}

H

Distance of ionizer from the charge plate: g:j j g

| lonizer Discharge Time Tolerance: (%2 seconds.

{from Table 1)

| Measured Discharge Time in second(s) and recorded values balow.

lonizer Float Patential Tolerance = £ Vde,  (from Table 1)
Measured Flaoat Patential values recorded below,
1 2 | 3 4 J 5 Comments:
Vde. Ve, Wdc. Ve, | Ve
o O | 6’ O f @ 3
| lanizer Discharge Voltage Range: + 1000Vde to <+ S T wde  (fram Table 1)

3 (-1000 to -Vde) 4 (-1000 to -Vde) | 5(-1000 to -Vdc) | Comments:

I Sy .
i 1 (#1000 to +Vdc) | 2 (+1000 to +Vdc) 3 {+1000 to +Wde) 4 (+1000 to +Vdc) | 5 (+1000 to +VWdc) | Comments: |
| g{; sec 5.6 sec '5_7' sec 5_{}‘. sec I W SECJ !
11-1000 to -Vdg) 2 (-1000 to -Vdc) I _i
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4‘3 sec

| 4’6 sec.[ _42 sec

' Record any corrective action required to restored ionizer operation (cleaning, adjustment, replacement, etc.)

| .
If lonizer was replaced, indicate below the identification of replacement.

' AsselbISO #

Manufacturer:

Model:

' Sequence number for verification of replacement lonizer:

Record inspection schedule and rational for that schedule.

Senal Mo



